
a Vermont Department o f Heal th Labora tory  

Toxicology Program 

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125 
(ph) 802-863-7336; (fax) 802-863-7632 

C e r t i f i c a t e o f A n a l y s i s o f 

D a t a M a s t e r E x t e r n a l S t a n d a r d S o l u t i o n 

O n 2/2/2010, an ethanol solut ion was prepared b y Darcy Richardson f o r use as a 

DataMaster External Standard solut ion. The solut ion was prepared per standard 

laboratory practice and assigned the lo t number 10-23-100 and an expira t ion date o f 

O n 2/10/2010 and 2/12/2010, the solut ion was analyzed b y Darcy Richardson and 

A m a n d a Bolduc . Analysis o f the solution was performed using headspace gas 

chromatography. The instrument was calibrated on the day analyses were begun. I t was 

f o u n d to have met required quali ty assurance performance specifications and was operating 

properly. Qual i ty checks throughout the analytical process demonstrated that the instrument 

continued to operate properly. 

Th i s so lu t ion is cer t i f ied as presenting 0.100 g /210L simulated breath ethanol 

concentrat ion and approved f o r use as a DataMaster External Standard solut ion. 

2 /2 /2011. 

Dated at Bur l ing ton , V e r m o n t on Tuesday, February 16 ,2010 . 

u Darcy Richardson 

Ale 902 rev 0 (03/08) 



L o t # 1 0 - 2 3 - 1 0 0 

P r e p a r e d b y D M R 

P r e p a r e d o n 2 / 2 / 2 0 1 0 

E x p i r e s o n 2 / 2 / ^ O W 

A n a l y z e d o n 2 / 1 0 / 1 0 , 2 / 1 2 / 1 0 

a n a l y z e d b y D M R a n d A L B 

0.0991 

0.1001 
0.0988 
0.0981 
0.0995 
0.0995 
0.0991 
0.1021 
0.1009 
0.1000 
0.1007 
0.0996 
0.1005 
0.0996 
0.0998 

0.00102 

0.1014 

0.0970 
0.1008 
0.0996 
0.1016 
0.1025 
0.1012 
0.1034 
0.1008 
0.1025 
0.1026 
0.1014 
0.0979 
0.1010 
0.1010 mean 

0.001848 std dev 

T a r g e t 
Std Dev 

0 .100 

0.001434 



Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Methods\BloodAlcohol4.cal 
208 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

15000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

Al l levels are normal data points. 

Ethanol 

- r — , [ , r 

0.00 0.05 0.10 0.15 0.20 0.25 0.30 0.35 0.40 

Amount Ratio 

2.39 minutes 
0.1 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.527663 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 0.9999825 
Average error: 1.418% 
Average CF: 1.988235 
RSD: 56.032% 

L e v e l A m o u n t R e s p o n s e C a l F a c t o r E r r o r , % A m o u n t R a t i o R e s p o n s e R a t i o 

1 0 ( 0 ) -- 0 . 0 0 0 0 0 

2 0 . 0 2 1 6 5 7 9 2 . 5 8 2 8 9 6 2 5 - 6 . 8 7 9 0 . 0 2 4 . 7 0 7 5 6 3 E - 0 2 

3 0 . 0 8 7 7 5 7 2 7 6 : 6 8 7 0 4 3 2 9 0 . 0 6 1 0 . 0 8 7 0 . 2 2 0 0 4 1 5 

4 0 . 2 0 2 1 8 4 7 3 2 8 9 1 4 5 1 8 8 0 . 1 3 1 0 . 2 0 2 0 . 5 1 1 2 5 9 3 

5 0 . 4 0 8 3 7 0 5 3 3 5 9 0 8 1 7 0 4 - 0 . 0 1 8 0 . 4 0 8 1 . 0 3 1 0 9 6 

S o u r c e 

M a n u a l 

C : \ A l c o h o l D a t a \ A l c 0 2 0 8 1 0 \ A l c 0 2 0 8 1 0 . 0 0 0 3 . B N D 

C : \ A l c o h o l D a t a \ A l c 0 2 0 8 1 0 \ A l c 0 2 0 8 1 0 . 0 0 0 4 . B N D 

C : \ A l c o h o l D a t a \ A l c 0 2 0 8 1 0 \ A l c 0 2 0 8 1 0 . 0 0 0 5 . B N D 

C : \ A l c o h o l D a t a \ A l c 0 2 0 8 1 0 \ A l c 0 2 0 8 1 0 . 0 0 0 6 . B N D 

D a t e a n d t i m e 

4 / 1 1 / 2 0 0 5 1 0 : 0 3 : 4 0 A M 

2 / 8 / 2 0 1 0 11 

2 / 8 / 2 0 1 0 11 

2 / 8 / 2 0 1 0 11 

2 / 8 / 2 0 1 0 11 

4 7 : 3 0 A M 

4 7 : 3 8 A M 

4 7 : 4 4 A M 

4 7 : 5 1 A M 

Printed on 2/9/2010 10:39:22 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

2 0 0 0 H 

1 5 0 0 

1 0 0 0 

5 0 0 

1 . 0 1 . 5 2 . 0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0001,RAW 
Sample Name = CCS 
Date Taken = 2/10/2010 3:20:28 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 3:20:34 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Area Amount 
% WTA/OL 

3 
5 
6 

2.39 
3.25 
3.76 

Ethanol 
t-Butanol 
n-Propanol 

662260 
2544289 
2904693 

0.0902 
1.0116 
1.0000 

Printed on 2/10/2010 3:20:34 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

2000 

1 5 0 0 

1 0 0 0 H 

5 0 0 

1 . 0 1 . 5 2 . 0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0002.RAW 
Sample Name = CCS 
Date Taken = 2/10/2010 3:34:53 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 3:34:55 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Area 

3 
5 
6 

2.40 
3.26 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

711329 
2620741 
2980236 

Amount 
% WTA/OL 

0.0944 
1.0156 
1.0000 

Printed on 2/10/2010 3:34:55 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

u 
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c 
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1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0003.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/10/2010 3:49:54 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Today's Time = 3:50:00 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1079787 
3038234 
3519209 

0.1214 
0.9971 
1.0000 

0.0991 
0.8138 
0.8162 

Printed on 2/10/2010 3:50:01 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 

4 0 0 H 

2 0 0 

CO 
CN : 

=
=

-
-
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B
N

 

I , I I . 
tO 
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1 r i I I I 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0004.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/10/2010 4:04:56 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 4:04:57 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.40 
3.26 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1076234 
3011682 
3471852 

0.1226 0.1001 
1.0019 0.8177 
1.0000 0.8162 

Printed on 2/10/2010 4:04:58 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 H 

6 0 0 h 

4 0 0 

2 0 0 H 

0 

ii 
c 
c 

0 

; 

CD 
CO 

-
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— . — i - I i —r— i [ — i - i ' I 1 — r — ' 1 - 1 i ~ ~ ~ T ~ ~ 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0005.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/10/2010 4:19:57 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Today's Time = 4:20:03 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1098693 
3116435 
3592383 

0.1210 
1.0019 
1.0000 

0.0988 
0.8178 
0.8162 

Printed on 2/10/2010 4:20:03 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

200 H 

! I 

o t̂ 
c-i 

i i , L I J 
1 i i i i 

1 . 0 1 . 5 2 . 0 2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0006.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/10/2010 4:34:57 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 4:35:04 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.40 
3.26 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1099836 
3142974 
3618894 

0.1202 
1.0031 
1.0000 

0.0981 
0.8187 
0.8162 

Printed on 2/10/2010 4:35:04 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 

4 0 0 

2 0 0 H 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0007.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/10/2010 4:50:04 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 4:50:07 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.39 
3.26 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1093141 
3060994 
3548056 

0.1219 
0.9964 
1.0000 

0.0995 
0.8133 
0.8162 

Printed on 2/10/2010 4:50:07 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 

4 0 0 

2 0 0 

7 m 

f = CO 

1 1 1 1 1 1 1 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0008.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/10/2010 5:05:11 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 5:05:18 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.40 
3.26 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1078993 
3029557 
3502766 

0.1219 
0.9989 
1.0000 

0.0995 
0.8153 
0.8162 

Printed on 2/10/2010 5:05:18 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 H 

6 0 0 

4 0 0 

2 0 0 H 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0009.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/10/2010 5:19:59 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 5:20:05 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1092067 
3073218 
3559894 

0.1214 
0.9971 
1.0000 

0.0991 
0.8138 
0.8162 

Printed on 2/10/2010 5:20:06 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 H 

4 0 0 

2 0 0 

1 . 0 

Format File Name 

1 . 5 2 . 0 

simsoln-JFH.met.FMT 
2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0010.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/10/2010 5:35:01 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 5:35:02 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.39 
3.26 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1092847 
2965733 
3454949 

0.1251 
0.9914 
1.0000 

0.1021 
0.8092 
0.8162 

Printed on 2/10/2010 5:35:03 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

8 0 0 

6 0 0 H 

4 0 0 

2 0 0 H 

OA 

f = CO 

1 . 0 1 . 5 2 . 0 2 . 5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(2).0011.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/10/2010 5:50:03 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name  

3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Today's Time = 5:50:10 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 2.40 Ethanol 1090493 
3 3.26 t-Butanol 3003817 
4 3.77 n-Propanol 3491214 

0.1236 
0.9937 
1.0000 

0.1009 
0.8111 
0.8162 

Printed on 2/10/2010 5:50:10 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(1).0012.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/10/2010 6:05:05 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 6:05:07 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1104968 
3096413 
3568927 

0.1225 
1.0020 
1.0000 

0.1000 
0.8179 
0.8162 

Printed on 2/10/2010 6:05:07 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 

6 0 0 

4 0 0 

2 0 0 H 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(1).0013.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/10/2010 6:20:08 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 6:20:14 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.39 
3.26 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1102706 
3070626 
3535203 

0.1234 
1.0032 
1.0000 

0.1007 
0.8188 
0.8162 

Printed on 2/10/2010 6:20:14 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1 0 0 0 -i 

8 0 0 

6 0 0 H 

4 0 0 

2 0 0 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(1).0014.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/10/2010 6:35:08 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 6:35:13 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1101288 
3090862 
3571449 

0.1220 
0.9995 
1.0000 

0.0996 
0.8158 
0.8162 

Printed on 2/10/2010 6:35:13 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 

8 0 0 H 

6 0 0 

4 0 0 

2 0 0 

5 CD 

5 co 

1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(1).0015.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/10/2010 6:50:09 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 . 0 3 . 5 4 . 0 4 . 5 5 . 0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 6:50:16 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

1105700 
3077243 
3552150 

0.1231 
1.0005 
1.0000 

0.1005 
0.8166 
0.8162 

Printed on 2/10/2010 6:50:17 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1 . 0 1 . 5 2 . 0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(1).0016.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/10/2010 7:05:11 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 3 . 0 3 . 5 4 . 0 

Today's Time = 7:05:13 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

4 . 5 5 . 0 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 Z39 Ethanol 1107048 0.1220 O0996 
3 3.25 t-Butanol 3081162 0.9914 0.8092 
4 3.77 n-Propanol 3589567 1.0000 0.8162 

Printed on 2/10/2010 7:05:14 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

2 5 0 0 

2000 H 

1 5 0 0 

1 0 0 0 

5 0 0 H 

1 . 0 1 . 5 2 . 0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(1).0017.RAW 
Sample Name = CCS 
Date Taken = 2/10/2010 7:20:12 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 7:20:15 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Area Amount 
% WTA/OL 

2 
4 
5 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

715608 
2715161 
3138507 

0.0902 
0.9992 
1.0000 

Printed on 2/10/2010 7:20:15 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

2000 

1 5 0 0 

1000 

5 0 0 -

1 . 0 1 . 5 2 . 0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/10/2010 
Bound File Name = Sim020910(1).0018.RAW 
Sample Name = CCS 
Date Taken = 2/10/2010 7:35:11 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2 . 5 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 7:35:14 PM 

VDH Headspace Alcohol 

Calibration Version = 208 

Area Amount 
% WTA/OL 

3 
5 
6 

2.39 
3.25 
3.77 

Ethanol 
t-Butanol 
n-Propanol 

690456 
2594669 
2961683 

0.0922 
1.0118 
1.0000 

Printed on 2/10/2010 7:35:14 PM Page 1 of 1 



Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Methods\BloodAlcohol4.cal 
213 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

15000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

Ethanol 

0.00 0.05 0.10 0.15 0.20 0.25 0.30 0.35 0.40 
Amount Ratio 

Expected retention time: 2.402 minutes 
Search window: 0.1 minutes 
Internal standard component: 7 (n-Propanol) 
No retention time reference component 
Group number: 0 

High alarm limit: 0 
Low alarm limit: 0 
Component constant: 0 

Single peak quantification by area 

Y = 2.498578 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 0.9999917 
Average error: 0.886% 
Average CF: 1.98222 
RSD: 55.941% 

L e v e l A m o u n t R e s p o n s e C a l F a c t o r E r r o r , % A m o u n t R a t i o R e s p o n s e R a t i o 
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